Introduction to computerized occlusal contact analysis

Abstrak:

A number of measurement methods of occlusal contact analysis have been employed. A review of current literature reveals no practical method for precise quantitative analysis is available. A computerized device was introduced to allow quantitative analysis of occlusal contact, such as photoclosure, T-scan and Dental Prescale System. This article briefly the existence of those methods on the analysis of occlusal contact.

Keyword:

Photoclosure, T-Scan, dental prescale system, occlusal contact